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RATIONALE: Research on the ocean carbon cycle is vitally important due to the projected impacts of atmospheric CO2
on global temperatures and climate change, but also on ocean chemistry. The direct inﬂuence of this CO2 rise on the
seawater pH can be evaluated from the boron isotopic composition in biogenic carbonates; however, conscientious
laboratory techniques and data treatment are vital in obtaining accurate and precise results. A rapid-throughput boron
puriﬁcation and Total Evaporation Thermal Ionization Mass Spectrometry method was developed for high accuracy
and precision boron isotopic analysis for small (ng) sample sizes.
METHODS: An improved microsublimation method, in which up to 20 samples can be processed simultaneously under
identical temperature conditions, was developed. Several tests have conﬁrmed the viability of this technique. First,
seawater and Porites coral samples were processed with H2O2 and the results compared with those obtained using
microsublimation; second, the impact of various sublimation times was evaluated; and third, quantitative recovery
was assessed using standard addition.
RESULTS: Microsublimation provides a valid method for the quantitative recovery and separation of boron from both
major elements and organic matter under low-blank conditions. The close agreement of our results with published values
validates the accuracy of the measurements. The isotopic ratio for SRM 951a boric acid isotopic standard was
4.0328 0.0054 (2 STD, n = 25). The reproducibility of boron isotopic composition for standards including AE121, IAEA
B-1 and an in-house coral standard UM-CP1 was 0.68% (2 STD, n = 15), 1.12% (2 STD, n = 24), and 1.17% (2 STD,
n = 14), respectively. The sample sizes were <1 ng for each measurement.
CONCLUSIONS: The developed method for preparing and measuring boron isotopic values in a variety of carbonate
materials should facilitate the reconstruction of past ocean pH conditions with decadal-scale resolution. Copyright ©
2013 John Wiley & Sons, Ltd.
(wileyonlinelibrary.com) DOI: 10.1002/rcm.6619Boron has two naturally occurring stable isotopes, 10B (19.82%)
and 11B (80.18%).[1] The distribution of these two isotopes (d11B,
deﬁned as d11B ¼
11B
10B
 
sample
11B
10B
 
SRM 951a
 1
" #
 1000 %Þð Þ in various
geological samples can be used to explore natural processes
such as the extent of water-rock/soil interactions orweathering
processes,[2–4] airborne anthropogenic emissions,[5] clay
mineral formation in soils at the soil-water-plant scale,[6] ﬂuid
transfer across tectonic subduction zones,[7] and seawater pH
variations.[8–12]
One of the most widely applied applications of boron
isotopes in climate and aqueous chemistry is in determining
the historical record of pH in seawater. Because direct
measurements of seawater pH prior to 1980 are sparse, the
actual inﬂuence of the anthropogenic rise in atmospheric
CO2 on the pH of seawater is still largely undetermined.* Correspondence to: Y.-W. Liu, Earth and Environmental
Sciences, University of Michigan, 1100 N. University
Avenue, Ann Arbor, MI 48109, USA.
E-mail: liuyiwei@umich.edu
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170Reliable proxies of seawater pH during the Industrial
Revolution and from recent millennia and into deep geologic
time are few, but the d11B values derived from biogenic
carbonates (e.g., corals, brachiopods, and foraminifera) have
provided important constraints on ancient pH levels.[8,11,13]
The dominant aqueous species of boron in seawater are
B(OH)3 and B(OH)4
–. The relative proportion of these two
species in seawater is a function of pH and can be
described as:
B OHð Þ3 þH2O⇌B OHð Þ4 þHþ (1)
At low pH, boron exists as B(OH)3 in solution, and,
conversely, at high pH, it exists as B(OH)4
–. [14] The governing
reaction for isotope exchange between these two species is:
10B OHð Þ3 þ 11B OHð Þ4⇌11B OHð Þ3 þ 10B OHð Þ4 (2)
The stable isotope 11B is enriched in B(OH)3 compared with
B(OH)4
–, and the combination of Eqns. (1) and (2) can be used
to determine the distribution of the two boron species and the
isotopic composition of each for a given pH. The boron
isotopic composition in the ocean is relatively constant over
this time period because the residence time of seawater boronCopyright © 2013 John Wiley & Sons, Ltd.
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1706is about 14 million years,[15] and the average seawater d11B
value is 39.61%.[16] At low pH, B(OH)3 is dominant and
therefore the d11B value of B(OH)3 is equal to the isotopic
composition of the total dissolved boron in seawater
(39.61%). In contrast, the isotopic composition of B(OH)4
– is
dominant in seawater and equal to the isotopic composition
of the total dissolved boron at high pH. In addition, the d11B
value of B(OH)3 is about 20% higher than that of B(OH)4
– at
any pH at equilibrium, based on a constant fractionation
factor (a). This boric acid-borate fractionation number was
deﬁned as a 
11B
10B
 
boric acid
11B
10B
 
borate
, and two empirical and analytical
values have been suggested in seawater: (1) a= 1.0194, a
theoretical result of Kakihana et al.[17] that has been applied
widely in paleo-reconstructions,[13,17,18] and (2) a=1.0246,
which was empirically obtained from Klochko et al.[19] and
is considered to better describe the present distribution of
the two boron species in nature.[9,19,20] During crystal growth,
marine carbonates will primarily incorporate B(OH)4
– into the
carbonate structure so that biogenic carbonates such as coral
and foraminifera have d11B values that will coevolve with
ambient seawater pH and therefore can be used to reconstruct
ancient seawater pH values.[11,12,21,22] However, due to
biological adjustments to the environment, species-speciﬁc
fractionation factors and transfer functions may be more
appropriate than the a values described above.[18,23–28]
A precise and accurate measuring technique is critical
because modern ocean pH changes of between 0.1 to 0.5 pH
units can occur,[29] which translate into changes of d11B values
of 1 to 4%. Most aragonite skeletal structures have relatively
low boron concentrations;[12] hence an ideal analytical
technique would allow small sample sizes (several ng or less)
to be processed in order to produce highly resolved (annual
to decadal) estimates of pH.
Four different methods have been employed to measure
boron isotope ratios: (1) Secondary Ion Mass Spectrometry
(SIMS);[30,31] (2) Positive Ion Thermal Ionization Mass
Spectrometry (PTIMS);[32–34] (3) Negative Ion Thermal Ionic
Mass Spectrometry (NTIMS);[12,14,35,36] and (4) Multi-collector
InductivelyCoupledPlasmaMass Spectrometry (MC-ICPMS).[9,37]
SIMS is an in situ approach that is appropriate for small
sample sizes and it appears to be the most promising
technique for high-resolution temporal records of pH.
However, seasonal or annual variation of pCO2 in
seawater will induce changes in seawater pH of 0.2 to
0.4 units or 1.5 to 3.5% in the d11B values of carbonates.[11]
Because the typical internal precision of SIMS is 1.2%,[30]
this in situ analytical method might be more appropriate
for longer time scale paleoclimate studies or time frames
with large pH variations.
PTIMS ionizes the boron as Cs2BO2 that is formed by
mixing a Cs-bearing solution with the samples in the
preparation procedure, resulting in a stable beam for
measurement with low boron isotope fractionation. The
combination of stable beam and low fractionation results in
an analytical precision of the order of 0.2%.[32] The PTIMS
method requires >250 ng of boron, puriﬁed to remove both
alkali ions and organic material. Despite the large sample
requirements, PTIMS has been used for coral studies;[33,34]
however, negative polarity thermal ionization is required for
smaller samples. NTIMS ionizes boron as the negative ionwileyonlinelibrary.com/journal/rcm Copyright © 2013 John WileBO2
–, and the presence of natural matrix salts (e.g. seawater
and carbonate) can increase the ionization efﬁciency to up
to two orders of magnitude higher than that of
PTIMS.[12,14,35,36] The higher ionization efﬁciency reduces
the amount of sample required (~1 ng), but, because
instrumental mass fractionation occurs between the
dominant 11BO2
– and 10BO2
– species, triplicate or more analyses
are required for accurate, precise results.[18] Therefore, the
standard NTIMS approach requires 3 to 6 ng per sample.
Foster et al.[36] reported an improved method for small
samples (<1 ng), Total Evaporation NTIMS (TE-NTIMS),
which minimizes the instrumental mass fractionation and
maximizes the sample signal by analyzing samples from
beginning to exhaustion. Both NTIMS methods result in
typical errors of <0.5%.[11,18,36]
Recently, boron isotopic ratios have also been measured
by MC-ICPMS with precision comparable with that of
PTIMS on sample sizes of 15 to 30 ng.[9,37] One of the
drawbacks to the MC-ICPMS method has been the long
wash out time between samples required to eliminate
residual boron in the sample introduction system (i.e.
memory). In order to eliminate this memory effect these
latest studies applied two methods: injection of ammonia
gas[38] and high efﬁciency nebulization (d-DIHEN).[39] In
either case, the sample size requirements are still too large
to precisely or accurately (because of blank issues) measure
samples <5 ng in size. Ni et al.[37] explored a side-by-side
comparison of MC-ICPMS and NTIMS techniques and
determined that organic materials probably bias the boron
isotopic results in NTIMS, which may explain the
deviations in results between laboratories. Because boron
isotope analysis by MC-ICPMS requires boron puriﬁcation,
and the organic materials may result in inaccurate boron
measurements in TIMS, chemical treatments are required
for both NTIMS and MC-ICPMS analysis.
Many methods have been reported for the puriﬁcation of
boron from aqueous samples, including solvent extraction,
chelation, chromatographic separation, conversion into
gaseous methyl borate or boron ﬂuoride, and ion exchange/
B-speciﬁc resin.[40] The conventional method for purifying
boron from alkaline matrix ions and organic materials is
ion-exchange column chemistry. B-speciﬁc resin, Amberlite
IRA-743, is widely used to separate boron from matrix
materials.[9,32,37] However, the blank increases as a result of
the reagents used during the column procedure and isotopic
fractionation may occur in the ion-exchange process.[14,36]
An alternative way to purify boron is the microsublimation
technique, developed by Gaillardet et al.,[41] which separates
boron without any isotope fractionation. Wang et al.[42]
modiﬁed the method and showed that, with small
modiﬁcations to the sublimation processing, no reagents or
ion-exchange resins are required in the process. Thus,
microsublimation is a promising method for the puriﬁcation
of boron (blank sensitive) samples that are extremely small
(of the order of several ng).
Here we report a new approach that applies
microsublimation and TE-NTIMS measurement to achieve
highly precise and accurate boron isotopic analysis for small
samples (boron <1 ng). We have developed a
microsublimation method modiﬁed from those of Gaillardet
et al.[41] and Wang et al.[42] in order to process more samples
(up to 20 per hotplate) with excellent reproducibility.y & Sons, Ltd. Rapid Commun. Mass Spectrom. 2013, 27, 1705–1714
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Laboratory conditions, reagents, and labware
All chemical separation and sample handling were
performed under ISO 4 (class 10) laminar ﬂow hoods within
an ISO 7 (class 10,000) clean room of the Glaciochemistry
and Isotope Geochemistry Laboratory in the Department of
Earth & Environmental Sciences at the University of
Michigan (Ann Arbor, MI, USA). The air supply to the clean
room is puriﬁed by boron-free ultra-low-penetration air
(ULPA) ﬁlters with polytetraﬂuoroethylene (PTFE) backing
in both the clean and the machine room. Ultra-pure reagents
were used throughout the chemistry steps: reagents (HCl,
HNO3, HF, and H2O2) were either Fisher Scientiﬁc Optima
(Thermo Fisher Scientiﬁc, Hudson, NH, USA) or distilled in
Savillex (Eden Prairie, MN, USA) DST 1000 distillation units
in order to maintain ultra-low blanks. Water was ﬁrst puriﬁed
using a Super-Q (SQ) Millipore system (EMD Millipore,
Corp., Billerica, MA, USA) at 18.2 MΩ and then distilled
again before use. The reagent boron blanks were all less than
1 ppb, which was measured on a Varian (Palo Alto, CA, USA)
820 MS plasma-source quadrupole mass spectrometer housed
in the Element Measurement Facility at the State University of
New York, Oswego (Oswego, NY, USA). With a maximum of
50 mL reagent used for each sample and 1 mL of sample
loaded onto a ﬁlament, the blank introduced was lower than
1 pg for each measurement and was thus negligible.
Savillex perﬂuoroalkoxy (PFA) labware was cleaned in a
three-step cleaning procedure: (1) submerged overnight in
7 N distilled HNO3, (2) submerged overnight in 6 N distilled
HCl, and (3) ﬁlled with distilled concentrated HNO3 for
3 days; all steps performed at 90 C. Between steps the
labware beakers were triple rinsed with SQ water. After being
cleaned, the labware was dried in a boron-free ﬁltered air
drying cabinet (ProPlastic Technology, Chandler, AZ, USA).170Standards and samples
A range of elemental standard solutions was used to evaluate
the success of the sublimation and mass spectrometric
techniques. Solution standards included certiﬁed boric acid
standards NIST SRM 951a (NIST, Gaithersburg, MD, USA)
(a replacement for NIST SRM 951), AE-121 (BAM, Berlin,
Germany) and a west Mediterranean seawater standard,
IAEA B-1 (IAEA, Vienna, Austria). In order to assess the
long-term analytical precision, we processed a large Porites
coral sample to be used as an in-house working standard
for marine aragonite carbonate (UM-CP1). The coral was
live-collected off the coast at Rodriguez Key, Florida, USA,
in 1990. The coral was treated with sodium hypochlorite after
collection and a pristine segment (approximately 2 g) was
powdered, rinsed three times with SQwater and dried at room
temperature. For standard or seawater sample solutions, the
samples were diluted to provide a concentration of 750 ppb
boron in 1.7 N HCl. The carbonate powders were dissolved in
1.7 N HCl to a concentration of 750 ppb.
Finally, we assessed the reproducibility of this technique by
measuring a series of natural seawater samples from a
bivalve culture experiment in the Gulf of Maine, USA.[43]
Natural seawater – seasonally varying in salinity, pH and
temperature – was pumped into the Darling Marine CenterCopyright © 2013Rapid Commun. Mass Spectrom. 2013, 27, 1705–1714(Walpole, Maine, USA) from an average depth of 10 m.
Samples were directly collected from the experimental tanks
approximately biweekly (January 2010 to August 2010) and
then were ﬁltered through a 0.45-mm ﬁlter (CameoTM 30GN
Nylon preﬁlter; GE Osmonics Inc., Minnetonka, MN, USA)
and refrigerated at ~4 C.
Because the Darling Marine Center pumps water from the
Damariscotta River, a tidewater estuary slightly inland from
the central coastal of the Gulf of Maine, an additional
seawater sample that was removed from the inﬂuences of
the estuary was collected for comparison. The Gulf of Maine
surface seawater sample was collected at 4426’9.829’’N,
6726.0’18.045’’W off Jonesport, Maine, on November 23,
2009. In order to assess possible factors that might affect the
boron isotopic composition, it is useful to track the boron
isotopic ratio in different sources (freshwater versus full
marine conditions). The collection and measurement of boron
isotopic composition in seawater from the culture tanks and
the open ocean environment can be used to evaluate whether
the culture experiments were representative of the natural
marine environment.Boron separation by microsublimation
Principles
The microsublimation technique for boron puriﬁcation is
based on the tendency of boron to sublimate at a temperature
and pressure where alkaline matrices and organic matter
remain in solution or solid form.[41] The technique design
utilized a 5-mL conic bottom Savillex PFA vial. The vial is
set upside-down so that the cap can be heated, causing the
boron to sublimate and then condense onto a cooler surface
at the conical point in the bottom of the vial. In the
experiments of Gaillardet et al.,[41] the ﬂat bottom (the cap of
the vial) was heated to 60–65 C for 12 h with aluminum foil
wrapped on the lower part of the device. The drawback of
this design lies in the difﬁculty of controlling and maintaining
stable and consistent heating and cooling conditions, as non-
reproducible heating and cooling conditions may result in
variable sample recoveries. Furthermore, this sublimation
process was conducted after conventional column chemistry
techniques, which may cause isotopic fractionation. Wang
et al.[42] modiﬁed the above technique by performing a
sublimation process, which included an additional fan for
cooling but did not require prior resin use. Even with these
modiﬁcations, inconsistent heating conditions may still occur
between different vials, especially at the conical top of the vials.
Therefore, we designed and fabricated microsublimation block
sets to ensure that all samples were exposed to the same
thermal conditions during this process.
In this study, samples were dissolved and diluted to a
concentration of about 750 ppb in 1.7 N HCl. An aliquot of
about 20 mL was weighed and about 30 mL of standard SRM
951a was added, to evaluate the boron concentration using
the standard addition technique. Another 50-mL sample
solution droplet was loaded onto the cap of a 5-mL conic
bottom PFA vial (Savillex). The vial was then closed ﬁrmly
and placed conic-bottom-side up in our machined
sublimation blocks and a cooling block placed on top (Fig. 1).
The heating and cooling blocks are both coated in a
proprietary thermoplastic material. The bottom heatingwileyonlinelibrary.com/journal/rcmJohn Wiley & Sons, Ltd.
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Figure 1. Illustration of the microsublimation device used in this study. The cartoon (a) shows the
generalized microsublimation design. The illustration (b) shows the uniform heating and cooling of
the vial containing a sample. Samples are loaded onto the cap with 5-mL conic bottom vial in an
upside-down position. After a 12-h sublimation, boron is separated and condensed at the tip of the
vial. Photographs (c) and (d) are the sublimation block sets.
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1708blocks were machined to precisely ﬁt the tops of the 5-mL conic
beakers. Water from the in-house deionized chilled water
system ﬂows through the upper part of the cooling coil block
through machined channels connected by polyvinyl chloride
(PVC) tubing so that the temperature can be maintained at
about 23 C. The cooling coil block rests on threaded
chlorinated polyvinyl chloride (CPVC, a thermoplastic that
has excellent corrosion resistance at high temperature), such
that no vibration from water ﬂow disturbs the drops. In
addition to supporting the cooling block, the low thermal
conductivity CPVC prevents heat transfer to the upper cooling
block, is corrosion resistant, and can withstand temperatures
up to 90 C. The coated stainless steel design of our heating
blocks provides a uniform heating and cooling surfaces for
the sublimation, which facilitates complete boron evaporation
(Fig. 1(b)). In order to process large numbers of samples, we
designed the heating and cooling blocks to process 10 separate
samples at a time and up to 20 per hotplate.
Once sample vials had been loaded into the vials and
placed on the microsublimation blocks, they were heated
at 70 to 74 C for 12 h. The sublimate boron sample waswileyonlinelibrary.com/journal/rcm Copyright © 2013 John Wilethen split in half and one part was used to test the yield
using standard addition while the other half of the
solution was used for isotopic analysis by TE-TIMS. To
conﬁrm the ability of our method to purify boron without
organic interferences or isotopic fractionation, two
additional steps were tested: H2O2 treatment and 20 h
sublimation time.
Assessment of organic removal: comparison with H2O2
In order to assess the performance of the microsublimation
blocks in separating the organic matter from the boron
sample solution, the in-house standard UM-CP1 and
standard seawater IAEA B-1 were processed with and
without hydrogen peroxide treatment prior to sublimation.
For the hydrogen peroxide test, 30% H2O2 and concentrated
HCl were added to dissolve (carbonate) or dilute (seawater)
samples to 750 ppb in 1.7 N HCl and 10% H2O2 and the
samples were then placed in an ultrasonic bath for two hours
in closed vials. The samples then were uncapped and allowed
to decompose and exsolve O2 for 1 h before being loaded ontoy & Sons, Ltd. Rapid Commun. Mass Spectrom. 2013, 27, 1705–1714
½Figure 2. Example ionization curves of the measured boron
isotopic ratio, total boron intensity, ﬁlament current and
ﬁlament temperature for SRM 951a by TE-NTIMS on the
Thermo Scientiﬁc TRITON Plus at the Department of Earth
and Environmental Sciences, University of Michigan.
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170the caps. Two sublimation periods, 12 and 20 h, were also
tested to assess the quantitative sublimation of boron from
an organic rich matrix (e.g. Wang et al.[42]).
Quantitative recovery of boron
A standard addition method was used to quantify the
recovery of the microsublimation method. SRM 951a was
added to two sets of standards (UM-CP1 and IAEA B-1)
before and after sublimation for each set. The samples
were weighed before and after standard addition and
microsublimation for concentration calculations. The sample
concentrations before and after sublimation can therefore be
calculated from the equations based on two end-member
mixing model:
Bbefore ¼
B½ SRM 951a WSRM 951a 
11B
10B
 
measured

11B
10B
 
SRM 951a
 
Wsample 
11B
10B
 
sample

11B
10B
 
measured
" #
B½ after ¼
B½ SRM 951a WSRM 951a 
11B
10B
 
measured

11B
10B
 
SRM 951a
 
50=45Wsample’ 
11B
10B
 
sample

11B
10B
 
measured
" #
[B]before is the boron concentration with standard added
before sublimation, and [B]after is the boron concentration with
standard added after sublimation. The boron concentration
prepared for SRM 951a was 722 ppb in this study. WSRM 951a,
Wsample and Wsample’ are the weight of SRM 951a, the original
sample solution and the sublimated sample solution,
respectively. The 11B/10B ratios are boron isotopic ratios for
SRM 951a, the target sample and the mixture solution
measured in this study. The 50/45 factor in the calculation for
boron concentration after microsublimation results from the
removal of alkaline matrix and organic matter residual, which
changed the post-sublimation solution mass.
Mass spectrometry, measurement by TE-TIMS
All measurements were conducted on a TRITON Plus
multicollector thermal ionization mass spectrometer (Thermo
Electron Corp., San Jose, CA, USA) operating in negative ion
mode at the Department of Earth and Environmental
Sciences, University of Michigan. Daily gain calibrations were
conducted to minimize instrumental uncertainty. A cold trap
with liquid nitrogen was used to sustain the main high
vacuum source pressure (HV source pressure) between
4 10–8 and 8 10–8 mbar, which improved the stability of
the environment and reduced possible interferences from
water vapor and CO2 in the sample chamber. Venting of the
mass spectrometer with ultra-high-purity nitrogen gas and
baking of the source between turret exchanges were also
implemented to reduce interferences and pump down time.
Samples were loaded onto outgassed single Re ﬁlament at
0.8 A current. First 1 mL of boron-free synthetic seawater
matrix was loaded and dried to facilitate ionization efﬁciency.
The synthetic seawater was made based on the method
developed by Kester et al.[44] A total evaporation method
was employed in order to decrease the variability in isotopic
measurements caused by different mass fractionationCopyright © 2013Rapid Commun. Mass Spectrom. 2013, 27, 1705–1714behavior of sample types and load sizes.[36] This technique
also reduced the sample size, so that 1 mL of sample solution
(<1 ng boron) was loaded onto the ﬁlament following the
matrix. The samples were dried down at 2 A current for
15 s and the ﬁlaments were ﬂashed to a dull red color in the
center of the ﬁlament (about 2.5 A). The loaded samples were
then immediately placed into the source chamber, maintained
at low humidity with ultra-pure nitrogen gas during sample
turret changes.
The samples were preheated to 1200 mA at a rate of
100 mA/min while 600 cycles of (about 10 min) baseline were
measured. The sample was then gradually heated to 1300 mA
at a rate slower than 30 mA/min. The 35Cl signal was
detected when the ﬁlament reached ~800 C because of its
lower ionization energy and was used for initial source lenses
tuning when it increased to about 100 mV. To assess the
organic interference on mass 42 (12C14N16O) mass 26
(12C14N) was also monitored with a secondary electron
multiplier (SEM) at the beginning of the heating process
because organic matter tends to ionize at a lower temperature
than boron. The control masses were then switched to 42
(10B16O16O–) and 43 (11B16O16O–) after initial tuning of the
source lenses. The sample was gradually heated (10–20 mA
per heating cycle) and the source lenses were optimized
between cycles. When the intensity of mass 43 reached
60–70 mV, peak centering was conducted for masses 42 and
43. The total evaporation data acquisition was started when
the intensity of mass 42 reached 20 mV (~830–890 C) and the
collection was terminated when the signal dropped to lower
than the initial 20 mV intensity. Typical curves for SRM 951a
measurement are illustrated in Fig. 2. The detailed cup
conﬁguration and method settings are listed in Table 1. The
heating slopewas 10mA/cycle in ourmethodwhich we found
allowed us to achieve maximum intensity of the signal and
maintain stability rather than exceed detection limits due to
sudden sample exhaustion. To eliminate the interferences from
different oxygen isotopic compositions when forming BO2
–,
mass 45 (11B16O18O–) was measured. The ratio of mass 45 towileyonlinelibrary.com/journal/rcmJohn Wiley & Sons, Ltd.
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Table 1. Detailed cup conﬁguration and method settings
Faraday cup Species Other settings
C 42 Maximum pilot signal: 14 mV
H1 43 Heat slope: 10 mA/cycle
H2 – Intensity offset for stop: 0
H3 45 Integration time: 8.389 s
Y.-W. Liu et al.
171043 was used to calculate the oxygen fractionation factor based
on the exponential law for mass dependent fractionation,
which follows the equations:
O18
O16
 
m
¼ O18
O16
 
n
 17:9992
15:9949
 b
and
O17
O16
 
m
¼ O17
O16
 
n
 16:9991
15:9949
 b
where the subscripts m and n represent the measured isotopic
ratio and the ratio of isotope abundances in nature,
respectively. The b value is the fractionation factor for the
measurement. Therefore, by knowing the O18O16
 	
m
ratio
(determined from the ratio of mass 45 to 43), we can obtain
a ﬁlament-speciﬁc 17O/16O ratio and then subtract this
number to correct the 43/42 (11B/10B) ratios.
All the boron isotopic ratios were normalized to the NIST
SRM 951a standard using the d notation as:
d11B ¼
11B
10B
 	
sample
11B
10B
	
SRM 951a
 1
2
64
3
75 1000 %ð Þ
RESULTS
All the mean values from this study were consistent with the
certiﬁed or other published values. Slightly higher averages
were obtained than in published results using conventional
NTIMS techniques.Figure 3. The results of 11B/10B ratio of S
with solid black circles. Solid red lines re
sets, with two standard deviations show
the NTIMS method from previous studies
wileyonlinelibrary.com/journal/rcm Copyright © 2013 John WileThe results for the boron isotope standards NIST SRM
951a, AE-121, IAEA B-1 and an in-house working standard
UM-CP1 are shown in Figs. 3–5. The boron isotopic ratios
for the inter-laboratory standards SRM 951a, AE-121 and
IAEA B-1 reported in other studies are plotted in Figs. 3 and
4 for comparison.[12,36,45–48] No organic signal was detected
after sublimation. A total of 25 SRM 951a samples were
measured over 3 months, and the ratio of 11B/10BSRM 951a
was 4.0328 0.0054 (1.35%, 2 STD, n= 25). The mean d11B
values of AE-121 and IAEA B-1 were 20.37 0.68% (2 STD,
n= 15) and 40.60 1.12% (2 STD, n= 24), respectively. For
the internal standard UM-CP1, the d11B value was
19.08 1.17% (2 STD, n= 14).
For the analysis of UM-CP1, the samples were cross-tested
both with and without H2O2 treatment and sublimated for 12
or 20 h. The same testing was also carried out for the IAEA B-
1 seawater standard, as indicated in the last four data points
in Fig. 4(b). These results agree well (with a similar
reproducibility to the other boron isotopic standards shown
above), regardless whether they were processed with H2O2
or had a longer sublimation time.
The calculated concentrations before and after microsub-
limation were 1154 ppb and 1106 ppb for UM-CP1 and
619 ppb and 633 ppb for IAEA B-1.
The d11B values of seawater from the culture experiment in
the Gulf of Maine are shown in Fig. 6. The mean d11B value
was 39.311.73% (2 STD, n= 36).DISCUSSION
Accuracy
Mass 26 was monitored at the beginning of every
measurement and no signal (<2 counts per second (cps))
was detected, conﬁrming the success of microsublimation
for puriﬁcation from organic materials. The boron isotopic
ratios measured by TIMS for SRM 951a fall within a range
of 3.98 to 4.04. Our results are similar and consistent with
the data from Foster et al.,[36] measured using the TE-NTIMS
method. This indicates that our analysis can provide
externally reproducible boron measurements from extremelyRM 951a in this study. Data are shown
present mean values for different data
n in dash red lines. Data analyzed by
are listed for comparison.
y & Sons, Ltd. Rapid Commun. Mass Spectrom. 2013, 27, 1705–1714
Figure 4. The d11B results for standards (a) AE-121 and (b) IAEA B-1. Data
analyzed by the NTIMS method from previously published literature are shown
for comparison.
Figure 5. The d11B values of in-house aragonite carbonate
standard UM-CP1. Solid diamonds and circles represent
samples with 12-h sublimation time. Open diamonds and
circles represent sample with 20-h sublimation time.
Diamonds represent samples with H2O2 treatment.
Figure 6. The d11B values of seawater (black circles) from the
culture experiment from the Damariscotta River (Gulf of
Maine). The d11B results from Jonesport (Gulf of Maine)
seawater (blue square), and IAEA B-1, with 2 SE from
Fig. 3(b) (red star) are plotted for comparison.
New boron microsublimation technique and isotope analysis by TE-TIMS
171small samples. Offsets appeared between our 11B/10B ratios
and other non-TE-NTIMS data, which might be attributed
to laboratory-speciﬁc instrumental fractionation. These
differences should not affect the d11B value between
laboratories because all the boron isotopic ratios wereCopyright © 2013Rapid Commun. Mass Spectrom. 2013, 27, 1705–1714normalized to SRM 951a. Based on the results reported here
for the two external standards, AE-121 and IAEA B-1, and
after comparing these results with those published using both
TIMS and MC-ICPMS, we conclude that accurate and
reproducible d11B measurements were achieved in this study.wileyonlinelibrary.com/journal/rcmJohn Wiley & Sons, Ltd.
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removal and recovery
The results of H2O2 sample treatment for 12 and 20 h are
shown in Fig. 5 and the last four data points in Fig. 4(b).
The treatment with H2O2 oxidizes organic matter adhering
to carbonate skeletons such that it has been widely used to
eliminate the interferences from organic matter.[23,34,37,49,50]
There is no trend or systematic offset between samples with
different sublimation time or treatment with H2O2, indicating
that our microsublimation method is highly suitable for
recovering boron for isotopic analysis. Based on these
experiments, a rapid throughput of 10 to 20 samples was
achievable using a 12-h sublimation period for 50-mL sample
solutions in 5-mL conic bottom vials.
The boron concentrations of UM-CP1 and IAEA B-1 before
and after sublimation are consistent with each other, with
standard deviations of 3% and 1.5%, respectively, and yields
better than 97%. The equivalent solution concentrations
before and after microsublimation indicate the success of the
puriﬁcation design and the reliability of the data. For UM-CP1,
the differences between the calculated solution concentration
of ~750 ppb and the concentration of ~1100 ppb obtained by
standard addition is due to a higher boron concentration in
the powder than our initial assumption of 40 ppm. The actual
boron concentration in the coral Porites powder UM-CP1 is
about 65 ppm, measured by a Varian 820 MS plasma-source
quadrupole mass spectrometer.
Reproducibility
The combination of the warm block on the bottom and the
water-cooled coil at the top provides reproducible sample
processing for analysis by mass spectrometry. For a variety
of standards, including boric acid, seawater and coral, a
precision better than 1.4% (2 STD, n >10) was achieved.
This precision is comparable with previous TE-NTIMS
measurements by Foster et al. and Ni et al. in which precisions
of 1.5% for SRM 951 and 0.8% for IAEA B-1, and 1.2% for
their in-house foraminifera standard, were reported,
respectively.[36,37] Although the precision of our method is
slightly worse than that obtained by MC-ICPMS and P-TIMS,
the sample amount required for single measurement is lower
than 1 ng, which provides the potential to construct high-
resolution pH records during modern times, including the
Industrial Revolution, and over longer geological timescales.
Boron isotopic composition of seawater for culture
experiments
The preliminary results of boron isotopic composition in tank
seawater from the culture experiment in the Gulf of Maine
(d11B = 39.31%) were about 1.3% lower than the isotopic ratio
in IAEA B-1 (d11B = 40.60%) and in the open ocean sample
from the Gulf of Maine (d11B = 40.49%). Since riverine ﬂux is
considered to be an important input to balance the global
marine boron isotope budget,[15] this offset might be
attributed to the inﬂuence of river water in the Gulf of Maine
with a lower boron isotopic composition. Because the
absolute boron isotopic compositions in biogenic carbonate
depend on not only the pH in seawater, but also the d11B
value in water from which it precipitates, it is important to
have seawater d11B constraints in order to verify the boronwileyonlinelibrary.com/journal/rcm Copyright © 2013 John Wileisotopic composition for culture experiments. In addition, other
isotopic composition such as 87Sr/86Srmay be needed to clarify
the water sources inﬂuencing the marine environment.CONCLUSIONS
In this study, we developed a rapid and high-throughput
microsublimation method to purify boron from alkaline
matrices and organic matter. The advantage of our method
is that it provides a consistent, steady heating and cooling
environment for a large quantity of samples. Several tests
have conﬁrmed the viability of our technique, including
comparisons of results from additional H2O2 treatment and
applying the microsublimation method alone, different
sublimation times, and quantitative recovery tests using
standard addition (e.g. Foster et al.[36]). Based on these
assessments, our microsublimation technique provides a
low-blank method for the quantitative recovery and
separation of boron from both major elements and organic
matter. No further resins or H2O2 treatment are required.
Coupling the new microsublimation technique with the TE-
NTIMS method, a reproducibility better than 1.4% (2 STD,
n >10) was achieved for a variety of standards with a wide
range of boron isotopic ratios, including boric acid standards
SRM 951a and AE-121, seawater standard IAEA B-1, and an
in-house coral standard UM-CP1. Furthermore, a sample size
<1 ng is required for each measurement, which is sufﬁcient
for reconstructing high-resolution geological records. The
preliminary test on natural seawater also showed comparable
precision with measurements on standards, conﬁrming the
applicability of our high-precision boron isotopic analysis
by TE-NTIMS.SUPPORTING INFORMATION
Additional supporting information may be found in the
online version of this article.Acknowledgements
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